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The carotid intima-media thickness (IMT) is a validated marker of cerebrovascular disease risk. This paper presents a new parameter, the IMT variability (IMTV), and compares it between symptomatic and asymptomatic patients taken from a cohort of Italian population. One hundred forty-two patients were analyzed (age 59 ± 112 years, 59% males), 42 of these patients suffered from TIA or minor stroke. The lumen-intima (LI) and media-adventitia (MA) interfaces of the far wall were manually traced by a Reader. We also used a computer-based automated system (called AutoEdge) to obtain the LI/MA interfaces. The LI/MA interfaces were used to measure the IMT and the IMTV along the distal wall of the common carotid artery. Wilcoxon and Pearson correlation analyses were performed. The agreement between the Reader's IMT and the AutoEdge IMT values was 98.7% for the symptomatic (0.83 ± 0.44 mm for Reader, 0.82 ± 0.35 mm for AutoEdge) and 94.9% for the asymptomatic patients (0.78 ± 0.45 mm for Reader, 0.74 ± 0.30 mm for AutoEdge). Correlation was 65% for symptomatic and 68% for asymptomatic patients, respectively. The IMT measured using AutoEdge was 1.2% lower compared to manual measurements in symptomatic population, while 5.12% lower in asymptomatic. The IMTV was 11% higher in symptomatic patients compared to asymptomatic when using manual delineations, 8% higher when using AutoEdge. There was no statistical difference between the manual and automated IMTV measurements (Wilcoxon signed rank, P > 0.7). We conclude that the IMT and IMTV values were very similar between Reader and AutoEdge software when studying symptomatic and asymptomatic patients in Italian population.



Carotid IMT variability (IMTV) and its validation in symptomatic versus asymptomatic Italian population: can this be a useful index for studying symptomaticity? / Saba, L.; Meiburger, KRISTEN MARIKO; Molinari, Filippo; Ledda, G.; Anzidei, M.; Acharya, U. R.; Zeng, G.; Shafique, S.; Nicolaides, A.; Suri, J. S.. - In: ECHOCARDIOGRAPHY. - ISSN 0742-2822. - 29:9(2012), pp. 1111-1119. [10.1111/j.1540-8175.2012.01763.x.]
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				Abstract

				The carotid intima-media thickness (IMT) is a validated marker of cerebrovascular disease risk. This paper presents a new parameter, the IMT variability (IMTV), and compares it between symptomatic and asymptomatic patients taken from a cohort of Italian population. One hundred forty-two patients were analyzed (age 59 ± 112 years, 59% males), 42 of these patients suffered from TIA or minor stroke. The lumen-intima (LI) and media-adventitia (MA) interfaces of the far wall were manually traced by a Reader. We also used a computer-based automated system (called AutoEdge) to obtain the LI/MA interfaces. The LI/MA interfaces were used to measure the IMT and the IMTV along the distal wall of the common carotid artery. Wilcoxon and Pearson correlation analyses were performed. The agreement between the Reader's IMT and the AutoEdge IMT values was 98.7% for the symptomatic (0.83 ± 0.44 mm for Reader, 0.82 ± 0.35 mm for AutoEdge) and 94.9% for the asymptomatic patients (0.78 ± 0.45 mm for Reader, 0.74 ± 0.30 mm for AutoEdge). Correlation was 65% for symptomatic and 68% for asymptomatic patients, respectively. The IMT measured using AutoEdge was 1.2% lower compared to manual measurements in symptomatic population, while 5.12% lower in asymptomatic. The IMTV was 11% higher in symptomatic patients compared to asymptomatic when using manual delineations, 8% higher when using AutoEdge. There was no statistical difference between the manual and automated IMTV measurements (Wilcoxon signed rank, P > 0.7). We conclude that the IMT and IMTV values were very similar between Reader and AutoEdge software when studying symptomatic and asymptomatic patients in Italian population.
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					simulazione ASN

					
				

				
					Il report seguente simula gli indicatori relativi alla propria produzione scientifica in relazione alle soglie ASN 2023-2025 del proprio SC/SSD. Si ricorda che il superamento dei valori soglia (almeno 2 su 3) è requisito necessario ma non sufficiente al conseguimento dell'abilitazione.
La simulazione si basa sui dati IRIS e sugli indicatori bibliometrici alla data indicata e non tiene conto di eventuali periodi di congedo obbligatorio, che in sede di domanda ASN danno diritto a incrementi percentuali dei valori. La simulazione può differire dall'esito di un’eventuale domanda ASN sia per errori di catalogazione e/o dati mancanti in IRIS, sia per la variabilità dei dati bibliometrici nel tempo. Si consideri che Anvur calcola i valori degli indicatori all'ultima data utile per la presentazione delle domande.

La presente simulazione è stata realizzata sulla base delle specifiche raccolte sul tavolo ER del Focus Group IRIS coordinato dall’Università di Modena e Reggio Emilia e delle regole riportate nel DM 589/2018 e allegata Tabella A. Cineca, l’Università di Modena e Reggio Emilia e il Focus Group IRIS non si assumono alcuna responsabilità in merito all’uso che il diretto interessato o terzi faranno della simulazione. Si specifica inoltre che la simulazione contiene calcoli effettuati con dati e algoritmi di pubblico dominio e deve quindi essere considerata come un mero ausilio al calcolo svolgibile manualmente o con strumenti equivalenti.
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